Standardization of the instrumentation used in the preparation of the site for endosseous implantation.
Special importance is attached to the standardization of the instrumentarium used for the preparation of a reception area of implants. When selecting and preparing the instrumentarium and the burs, the technical measurements must be in accordance with those of the implant. Also when selecting the various attachments for the dental mini-handpieces, the admissible r.p.m. numbers must be considered and a cooling system must be applied which excludes infections.